Optical imaging and spectroscopy of biological cells and tissue provide a tremendous amount of information that can be utilized for diagnostic and therapeutic purposes. However, the sample depth from which the information can be successfully retrieved is fundamentally limited by multiple scattering effects, mainly due to refractive index variations on a length scale comparable to the optical wavelength. Scattering is the dominant extinction process, accounting almost exclusively for the limited imaging depth range. For example, the absorption coefficient *μ~a~* of gray matter is only 0.2 cm^−1^, yet the scattering coefficient *μ~s~* for the same tissue is equal to 77 cm^−1^ at the wavelength of 800 nm [@b1].

One class of techniques to suppress sample turbidity involves wavefront shaping -- the manipulation of the optical wavefront prior to sample illumination, pre-scrambling it in such a way to counter the effects of scattering[@b2]. The value of such methods is attested by recent work demonstrating a high degree of control over the scattered optical wavefields in space[@b3], time[@b4][@b5][@b6], wavelength[@b7][@b8], polarization[@b9][@b10], transmitted energy[@b11], and in the near-field (at sub-wavelength scales)[@b12]. Recently, it has also been shown that the penetration depth of optical coherence tomography can be increased using wavefront shaping[@b13]. Other approaches utilize the transmission matrix, the linear transformation relating the incident wavefields to transmitted wavefields, in order to deliver optical images through highly turbid media[@b14][@b15][@b16].

Optical phase conjugation (OPC) is an elegant technique for reversing the effects of multiple scattering. Its first demonstration of image transmission through diffusing media was performed using photorefractive crystals as the phase-conjugate mirrors[@b17]. Our group collaborated in using conventional, crystal-based OPC to achieve turbidity suppression in biological samples[@b18]. A three-dimensional hologram of the light scattered from the sample was recorded in the crystal, which permitted a "time-reversed" version of the original scattered wave to be generated when the crystal was illuminated with an appropriate "conjugate-reference" beam. The time-reversal property was most dramatically evidenced when the phase-conjugate reconstructed wave encountered the turbid sample, leading to the reconstruction of the original, complex sample structure.

Recent advances in OPC utilize a digital implementation of the technique for turbidity suppression in biological tissues[@b19][@b20]. In digital optical phase conjugation (DOPC), the "phase-conjugate mirror" operation is performed by two distinct devices, a *sensor* and an *actuator*[@b19]. The former is used to acquire the complex-scalar transverse field distribution of the scattered light wave, and the latter, to generate the complex-conjugate, reverse-propagating reconstruction of this distribution. In practice, a CCD camera is used as the sensor, upon which a digital hologram is recorded in order to obtain the original complex amplitude distribution. The actuation step is performed using a liquid-crystal based device[@b21], such as an SLM, which imparts a user-controllable phase distribution to the light wave reflected from it. This approach has been adopted by Cui and Yang[@b19]; other work by Hsieh *et al.* demonstrates DOPC using the second-harmonic-generated field from an illuminated nanoparticle[@b20][@b22]. Recently, DOPC in combination with ultrasonic modulation has enabled high-resolution deep-tissue fluorescent imaging[@b23][@b24] and it has been shown that DOPC can be performed with respect to a fluorescence signal from turbid media[@b25].

DOPC has a number of advantages over non-digital approaches, some of which are described in Ref. [@b19]. A stored digital hologram is a permanent record of the scattered light wave, and it is not limited by the recording efficiency or recording lifetime of a photorefractive crystal. Additionally, the ability to digitally control the reconstruction wavefront provides the flexibility to modify it, in order to achieve an enhanced reconstruction, or to scan a focused spot over a limited range[@b26]. However, the implementation of DOPC presents a challenging system alignment problem because the sensor and actuator are decoupled in space, and the propagation paths for the original scattered wave and its phase-conjugate reconstruction are necessarily different. Yet the two waves must overlap precisely at the location of the scattering sample. Also, the restricted numerical aperture applied to the collected wavefields limits the quality of the reconstruction, a point we shall return to in the following section. Most likely for reasons such as these, full-field imaging through turbidity using DOPC has not been yet demonstrated to our knowledge; reconstructions have been limited to a single point recovery (scanned or stationary). In this Letter, we report a DOPC design implementation that permits the wide-field image reconstruction of a complex target through a highly scattering medium using digitally controlled, "time-reversed" light. We also characterize the sub-wavelength sensitivity of the system.

Results
=======

The experimental interferometer setup features a Sagnac-like ring design, so that light can propagate in either direction through the turbid medium (sample). It is depicted in [Fig. 1](#f1){ref-type="fig"}, with the three distinct arms of the ring labeled. The basic actions of operating the sensor and the actuator can be described as the *acquisition* and *reconstruction* steps, respectively, and they are described in the [Supplementary information](#s1){ref-type="supplementary-material"}. The essence of our approach is as follows: The complex amplitude distribution of the light scattered by the turbid medium (in the forward direction) is holographically captured by CCD1. The SLM is used to generate the phase-conjugate reconstructed wavefront, which back-propagates through the turbid medium, suppressing the multiple-light-scattering effects in a time-reversal manner. To record the hologram, we used a hybrid off-axis/phase-stepping approach (see [Supplementary information](#s1){ref-type="supplementary-material"}).

Our highly turbid medium comprised a layer of 200-nm (average diameter) ZnO particles spray-painted onto a standard glass microscope cover slip. The thickness of the layer was 11.3 μm; its transport mean-free path was 0.7 ± 0.2 μm. The turbid sample was buffered between two thin strips of polydimethylsiloxane (PDMS), and sandwiched between the two identical objective lenses (Zeiss, FLUAR 40×/1.3 oil). A negative USAF target (Edmund Optics Inc.) was utilized for the purpose of generating a two-dimensional wide-field image pattern. [Figure 2(a)](#f2){ref-type="fig"} shows the average of multiple intensity images (at CCD2), generated by transmitting different speckle illumination patterns (generated with different SLM patterns) in the reverse direction through the sample followed by the target. This gives a representation of the reconstructed image we wish to achieve by DOPC. Accordingly, [Figs. 2(b)--(d)](#f2){ref-type="fig"} each represent images obtained when the target was "flipped down", so that it was no longer in the beam path. The first of these, [Fig. 2(b)](#f2){ref-type="fig"}, presents the reconstruction when no phase control is applied to the SLM; the turbid sample is illuminated (in the reverse direction) by a plane wave. As a result, a speckle pattern with homogeneous size statistics is observed. [Figure 2(c)](#f2){ref-type="fig"} shows the result when the DOPC reconstruction pattern is written to the SLM without incorporating the "fine-tuning" phase adjustment (see [Supplementary information](#s1){ref-type="supplementary-material"}). Although a "pure" speckle pattern is no longer observed and a vague semblance of the structures becomes visible, the quality of the reconstruction is dramatically improved in [Fig. 2(d)](#f2){ref-type="fig"}, for which the fine-tuning step has also been included. Note that signal level for the image of [Fig. 2(a)](#f2){ref-type="fig"} is much lower than that of [Fig. 2(d)](#f2){ref-type="fig"}. This is because the former is generated by merely blocking a broad beam with the target mask, but the latter by using wavefront control to reconstruct the image utilizing the full power of the beam (and no target mask).

We address the sensitivity of the system to systematic distortions of the phase-conjugate SLM write patterns. As noted previously, precise control of the pattern is a fundamental advantage of the digital form of OPC. Specifically, we observe the effect of translating the reconstruction patterns by one, two, and three pixels from the optimized location ([Fig. 3](#f3){ref-type="fig"}). A one-pixel shift corresponds to 20-μm translation in the SLM plane, but due to demagnification of the beam, only approximately 100-nm lateral beam translation upon encountering the sample. Yet even a two- or three-pixel translation, corresponding to less than half of one wavelength at the sample, is sufficient to destroy the quality of the reconstruction almost entirely, demonstrating the required precision of the phase-conjugate reconstruction for highly turbid samples. This observation can be supported by inspecting a plot of the modulus of the complex autocorrelation function of the optimized phase pattern written to the SLM (see [Supplementary Fig. 5](#s1){ref-type="supplementary-material"}).

Discussion
==========

To systematically address the fundamental factors that limit the quality of the reconstruction, we consider the wavefield scattered by the sample at the acquisition stage. It can be expressed as a two-dimensional field vector, **S** = (*S*~1~,*S*~2~), corresponding to two orthogonal polarization states. However, only a limited portion of this scattered wave, for one polarization state, is collected by the optical system, and therefore is available to generate the reconstruction. The holographically recorded field can be denoted as where Ω*~R~* is the accessible solid-angle range. The quality of the reconstruction will depend on the relative optical powers of the total "signal" and "noise" contributions of **S***~R~*, defined with respect to the "target" signal **S**. We define the *reconstruction efficiency η* to be equal to the ratio of the "signal" to the "total power", so that:

The inner product used in the equation is defined: where the differential solid angle *d*Ω = sin*θdθdφ* in a spherical coordinate system, and the optical powers of the scattered and reconstruction waves are equal to *P* = 〈**S**,**S**〉 and *P~R~* = 〈**S***~R~*,**S***~R~*〉, respectively. In our case, for which the components of **S***~R~* are either equal to those of **S** or zero, the reconstruction efficiency can be expressed as:

Even though *η* is defined at the acquisition stage, it legitimately describes (or sets an upper limit to) the quality of the final reconstruction, since the DOPC signal is generated based on the acquired hologram.

We assume that the scattering medium thoroughly scrambles the incoming signal, so that the fraction of the scattered wave\'s total power that is incident upon CCD1 is essentially independent of the specific structural form of the wave that is incident upon the medium. Therefore, the complex correlation coefficient between **S** and **S***~R~*, given by , and hence also , will remain constant over the ensemble of possible incoming-signal distributions. We also assume that the spatial distribution of the "noise" component of the signal at the *reconstruction* stage is essentially independent of its particular input distribution. This means that the background noise level captured by CCD2 at this stage is dependent only on the *total* power of the reconstruction wave incident on the reverse side of the scattering medium. Taking these statements together, we conclude that the ratio of the "signal" power to "total" power in the reconstructed image remains constant for any original target illumination pattern. Indeed, it depends only on the fundamental characteristics of the recording system such as the numerical aperture for collection of the scattered light (and to some degree, the angular scattering characteristics of the sample). The ratio could also be improved by incorporating polarization-sensitivity into the system.

As we have noted, the value of *η* calculated according to fraction of the scattered light collected at the acquisition stage is only an upper limit to the actual "reconstruction efficiency" (at CCD2), since the "true" quantity depends on our ability to effectively construct the phase-conjugate beam and back-propagate it through the system. We observe that the aim of the correction steps, detailed in the [Supplementary information](#s1){ref-type="supplementary-material"}, was to precisely match the phase profiles of scattered and reconstruction wavefronts up to phase conjugation. A technical factor that diminishes the effective value of *γ* is the fact that we utilize phase control only (not amplitude control) in generating the reconstruction wave. Assuming that the amplitude distribution across the recording-plane field of view obeys Rayleigh statistics, then this effect decreases *γ* by a factor of , with a consequent reduction in *η* by the square of this value.

Having established that *η* is not dependent on the structure or power of the original target beam, but only upon the system characteristics, we now consider the *visibility* of a target reconstruction. The visibility can be defined as the extent to which the reconstruction (at CCD2) is distinguishable from the background noise, the ratio of the average image *intensity* level (above the noise floor) in the region corresponding to the transparent area of the mask, to the background intensity level. It depends primarily on the spatial *extent* of the reconstruction pattern (or the mask area). This is because a structure-independent signal power level (relative to the background) is dispersed over this area. Accordingly, the broader the target pattern, the greater the system *η* required to reconstruct it to high fidelity. This observation explains why a single point target can be much more easily reconstructed than a complex image: even if the reconstruction efficiency *η* is low, the visibility may still be extremely high given that the signal component of the reconstruction is concentrated to a focused spot, but the noise component is spread over a large scattering solid angle. The high-quality reconstruction obtained in Ref. [@b18] can be accounted for due to the high system *η*: the scattering medium was in direct contact with the recording crystal, so that virtually all of the forward-scattered light contributed to the hologram. Moreover, the holographic reconstruction provided by the 3D recording medium was a faithful representation of the scattered wavefield. These system characteristics permitted a high-visibility reconstruction of the large target area to be obtained.

The unusual feature of our DOPC system, that image fidelity depends on the spatial extent of the target pattern, is similar in nature to that of the related technique of Ref. [@b3]. In this paper, when an SLM-pattern optimization routine is used to generate *multiple* high-intensity focused spots in a recording plane located behind a scattering sample, then the *total* optical power of the signal-carrying component of the light is the same as for the generation of a single spot, but it is divided between the spots.

In [Fig. 3](#f3){ref-type="fig"}, we have stated representative (effective, reconstruction-plane) values of *η* calculated by dividing the measured power in the "signal" region of the image (corresponding to the transparent region of the mask) to the sum of this and the measured power in the "background" region (elsewhere, including a larger field of view not included in the cropped depictions of the figures). Because the optical imaging system at CCD2 has a limited collection aperture, the contribution of light scattered at large off-axis angles is not included in the calculation, so the reported values are overestimates. However, the error in measured background power will be a systematic (constant) scaling factor. The visibility is also reported in the figure. Because it is based on intensity measurements, not total power measurements, it can be determined more accurately. Note that since a single mask pattern is used, there is a direct correspondence between visibility and *η*. (It is not strict proportionality, because the term on the denominator of *η* is total power, not "background" or noise power.) The reconstruction quality (as evaluated by inspection, or by measured visibility), can be very good despite the fact that the *η* values are low (substantially less than 1 even in the optimum case). We reiterate that this is because the "signal-bearing" component of the scattered light is concentrated in a small area, whereas the "noise" component is diffused over a large area.

In summary, we have experimentally demonstrated wide-field imaging through a highly scattering sample using DOPC employing a ring interferometer configuration. The challenging optical alignment problem of matching the forward- and reverse-propagating wavefields has effectively been solved. The SLM used as the phase-conjugate-mirror "actuator" was capable of being directly imaged onto the CCD used as "sensor" in the ring interferometer, the key to the sub-wavelength accuracy attained in the optical alignment. Our work provides a means to implement a robust and practical DOPC system for biophotonic applications where multiple light scattering is a limiting factor, including optical deep-tissue imaging and photodynamic therapy.

Methods
=======

Experimental setup
------------------

In our DOPC system, an EM-CCD camera (CCD1 in [Fig. 1](#f1){ref-type="fig"}, Photon Max 512, Princeton Instruments, New Jersey, USA) and a SLM (Hamamatsu, LCOS-SLM X10468-02, Japan) constitute the sensor and actuator, respectively. A phase profile (pixelated over an 800 × 600 grid, total dimensions 16 × 12 mm) is applied to the beam incident on the SLM. Full phase control is permitted for each pixel independently, and performed using a computer. The liquid crystal pixels of the SLM are aligned horizontally, mandating that horizontally polarized light be incident upon it to achieve phase-only control. Highly coherent light from a tunable laser source (Xperay Tunable Laser, General Microtechnology and Photonics, Switzerland), operating at 831 nm, is coupled into a single-mode fiber that is further connected to an optical-fiber-based polarization controller. This permits the source to be easily interchanged with a visible-light fiber-coupled laser, for the purpose of system alignment. After exiting the fiber, the beam is expanded and collimated; in [Fig. 1](#f1){ref-type="fig"}, it is shown entering the system from the top-right.

Sample preparation
------------------

The scattering layer was prepared by spray-painting ZnO particles (an average diameter of 200 nm) on a standard glass microscope cover slip. The transport mean free path of the sample was measured as 0.7 ± 0.2 μm at a wavelength of 632.8 nm and the thickness of the sample was 11.3 μm. The turbid sample was positioned at the common focal plane of the two microscope objectives.
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![Optical schematic for our ring-interferometer DOPC approach.\
BS: beam-splitter; CCD: charge-coupled device camera; L: lens; Pz: polarizer; SLM: spatial light modulator. The double-headed black arrows at M1, M3 and the target indicate flip stages. Horizontally polarized illumination enters from the top-right.](srep01909-f1){#f1}

![Detected intensity reconstruction in output (CCD2) plane.\
In (a), the target was included in the beam path, It was illuminated (in reverse) by five different speckle patterns (generated by random SLM patterns), and the average result is shown. In (b)--(d), the target was removed from the beam path (flipped down), in order to generate a reconstruction by DOPC alone. Considering the individual cases: (b) No SLM control, resulting in turbid sample illumination with a plane wave; (c) Optimized SLM control in the absence of "fine-tuning"; (d) Optimized, fine-tuned SLM control. Scale: each element-5 bar has (long-dimension) length 1.57 mm. Consistent but arbitrary intensity units are utilized in the images.](srep01909-f2){#f2}

![The "optimum" reconstruction is the same as in [Fig. 2(d)](#f2){ref-type="fig"}.\
The other reconstructions are generated by translating the SLM pattern by the specified number of pixels in the same direction. The effective translation (mismatch), *Δx*, of the reconstruction beam with respect to the scattering sample is indicated, subject to the qualification given in the text. The value of *η* corresponding to each reconstruction is calculated, also subject to a qualification given in the text. The image SNR is also calculated by comparing the reconstructed image with the image obtained in the absence of the scattering medium. The images are plotted using a linear grayscale, with intensity value 0 as the lower limit. Scale: each element-5 bar has (long-dimension) length 1.57 mm.](srep01909-f3){#f3}
